This report presents the results of primary reference cell calibrations conducted at NREL in October and November of 1998. Twenty World Photovoltaic Scale (WPVS) reference cells were calibrated along with six candidate WPVS reference cells. One of NREL's primary Si reference cells with a long calibration history was also calibrated at the same time. This report also documents the small difference when WPVS spectral responsivity and temperature coefficient data are used in the calibrations. The spectral model that was used at NREL to extend the measured spectral irradiance to cover the wavelength range of 300-4000 nm was substantially updated during this event and its effect on the calibration value is also presented.
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The World Photovoltaic Scale (WPVS) was established after a formal international intercomparison was conducted during the 1993 to 1996 time period. The results of this intercomparison and the protocol for conducting recalibration were established [1] [2] [3] . Of the four WPVS qualified calibration facilities, Physikalisch Technische Bundesanstalt (PTB) in Germany; Japan Quality Assurance Organization (JQA) in Japan, Tianjin Institute of Power Sources (TIPS) in China, and NREL, NREL agreed to perform the first recalibration.
World Photovoltaic Scale Sample Set
The following WPVS sample set submitted by the participating organizations for calibration is listed in Table 1 . 
Reference Cell Calibration Procedures
Similar procedures and equipment used in the previous WPVS calibration at NREL were employed in this calibration [1] [2] [3] . The temperature control of the LICOR LI-1800 spectroradiometer was substantially improved with the replacement of a resistive heater for the detector and preamplifier operating at 40±0.5°C, with a thermoelectric-controlled heater operating at 20 ± 0.02°C.
The calibration procedure involves measuring each cell's short-circuit current under natural sunlight simultaneously with the light's intensity and absolute spectral irradiance. The procedure's details are very similar to those presented in reference 4. Four reference cells' short-circuit currents (I sc ) are measured simultaneously with active biasing to zero volts as shown in Figure 1 . Collimating tubes limit the field of view for the cells to 5.00°. The total irradiance (E tot ) is measured by an absolute cavity radiometer with a 5.00° field of view that is directly traceable to the World Radiometric Reference [5] . A LICOR model LI-1800 spectroradiometer with a 5.00° field of view collimating tube measures the spectral irradiance (E s (λ)) between 350 and 1100 nm. An atmospheric transmittance model uses this spectral information to compute the spectral irradiance from 305 to 4045 nm [4, 8] . The transmittance model was recently updated to include more accurate AM0 spectral irradiance and absorption coefficients [8] . Each instrument and the set of cells being measured is mounted to a separate tracker with a line-frequency time base. The accuracy of the tracking is periodically verified by inspection.
Each E s (λ) measurement takes approximately 30 seconds. During that time, approximately 30 I sc and E tot readings are collected with temperature data to complete a data set. Sets with an I sc /E tot range exceeding 0.5%, or standard deviation exceeding 0.1%, are rejected. Sets with an E tot range greater than 0.5% are rejected as well.
The I sc for each set of data is corrected to 25°C using the WPVS assigned temperature coefficient [3] . The WPVS quantum efficiency was used in the computations. Spectral correction is applied using the cell's relative spectral response, the spectral irradiance derived from the atmospheric transmittance model (E sm (λ)), and the global normal reference spectrum listed in IEC standard IEC 60904-3 (E ref (λ)) as factors. Using this information, the calibration value, CV, for each data set can be computed using:
Finally, at least three days worth of valid data with at least 10 sets per day are averaged to give the reported CV and standard deviation. The 95% confidence uncertainty limit for these measurements is estimated at ±1% with the elemental uncertainties given in Table 2 [4]. 
The absolute-cavity-radiometer model HF 23734 was recalibrated in October 1998 prior to the WPVS calibration and is documented in reference 5. The estimated U 95 uncertainty for the 1998 absolute-cavity-radiometer calibration, with respect to the World Radiometric Reference, is 0.24% [5] . This calibration uncertainty was based upon a standard deviation of 0.06% for 66 measurements over a period of three days and compared against six cavity radiometers that have been to the Davos IPC-IVIII calibration [5] . The spectral correction factors varied from -4% to + 0.4%. The estimated uncertainty in the spectral correction factor may be unrealistically low, but is certainly below 0.2 % for the accurate quantum efficiencies used in this study [6] . The temperature corrections varied from ±0.35 %, depending on the air temperature and the thermal conductivity of the reference cell package with the temperature-controlled plate.
WPVS Analysis and Calibration Values
Calibration data was collected on the October 10, October 19, November 12, November 13, and November 15, 1998. The direct-beam total irradiance varied from 728 to 971 W/m 2 . The ratio of plane-of-array diffuse to direct was typically 15%. The cell temperatures were near the 25°C plate temperature for samples where the temperature could be well controlled. The temperatures of the other samples ranged from a low of 18°C to a high of 32°C. The temperature-dependent quantum efficiency was not used in determining the temperature coefficient as recommended in the 1993 Photovoltaic Energy Project (PEP) final report [3] . Instead, the quantum efficiency at 25°C was used for measurements at NREL on the Spectrolab X25 solar simulator, along with the internal temperature sensor. The reference cell Y124 was sent to NREL in December 1999 after the U.S. sanctions on India were lifted. The WPVS cell's 930216-1 and Y124 were calibrated on December 23, 24, 27, and 30. The December 1999 calibration data for 930216-1 was 0.8% greater than the 1998 calibration data. The December 1999 data for 930216-1 was not used in computing the WPVS calibration value.
Effect of WPVS temperature coefficient and quantum efficiency
The four WPVS calibration laboratories used their own temperature coefficient and quantum efficiency data, not the WPVS data supplied in the final report [3] . If the 1993 WPVS calibration values supplied by NREL were based upon the WPVS temperature coefficients and quantum efficiencies, the calibration values would have decreased an average of 0.06% ± 0.08%. The maximum change in the WPVS calibration value would have been 0.21% and the minimum change -0.08%. These results are shown graphically in Figure 2 . The differences between NREL and the supplied temperature coefficients are negligible, and can be attributed to the light source that they were measured under. The temperature correction varied from a high of +0.4% to a low of -0.7%. If sample TDB 9303 is not included, the temperature corrections varied by ±0.4%. This is because samples TDB 9303 and TDB 9305 have connectors that extend below the back surface, making temperature control problematic without an adapter plate. Comparison of the calibration value using the supplied versus the WPVS determined I sc temperature coefficient and spectral responsivity.
Effect of updated versus previous spectral model
The primary difference between the spectral model used in previous calibrations and the current calibration is the extraterrestrial source spectrum. The extraterrestrial spectrum recommended by the World Radiation Research Laboratory [7] had unrealistically low values in the 900 to 1000 nm region that were being used for the IR aerosol and water-vapor fit [8] . The effects of the new versus old model on the calibration value for the 1998 NREL recalibration are shown in Figure 3 . Figure 3 . Percent change in the calibration value using the spectral model used for PEP 1993 versus spectral model used for PEP 1998. The WPVS determined I sc temperature coefficient and quantum efficiency were used along with the NREL 198 WPVS calibration data.
Calibration values for WPVS cells
The new WPVS calibration values were obtained by averaging all previous valid calibration values as discussed in the 1993 Final PEP meeting held in Golden, Colorado on March 4-8, 1996 [3] . Table 3 summarizes the results of the 1998 WPVS NREL calibration. These results are shown graphically in Figure 4 . 
Calibration values for candidate WPVS cells
The temperature coefficient for the five candidate WPVS cells is listed in Table 4 . The quantum efficiencies for these cells are shown in Figures 5-10 . The package design is similar to the PRC Kochmann design described in reference 3. The cells exhibited no electrical or temperature sensor problems. Table 5 lists the calibration values assigned to these candidate cells using the supplied temperature coefficient and quantum efficiency. Table 6 gives the calibration values using the temperature coefficient measured at NREL (except RS-12) and the quantum efficiency measured at NREL. The differences are compared graphically in Figure 11 . The supplied quantum efficiencies for the JQA cells 930318-5 and RS-12 appear too low (380 to 480 nm range). The supplied quantum efficiencies for 980512-1 and 980512-2 appear to have large errors at 300 and 310 nm. There was no significant difference between NREL and PTB, and the differences between NREL and Sandia were not significant for wavelengths greater than 320 nm. Figure 11 . Percent variation in the calibration value using the NREL-measured versus supplied spectral response and temperature coefficients for the WPVS candidate cells. The differences are all due to variations in the spectral response.
Summary and Recommendations
The results of the first recalibration of WPVS reference cells have been presented. The WPVS calibration value was recomputed based upon the all of the valid WPVS calibration values shown in Table 3 . The change in the WPVS value for the recalibrated cells varied from a 0.5% drop for NIM9351 to a 0.1% increase for TDC9305. The WPVS calibration values decreased by an average of 0.16%.
